Effective High-Level Disinfection of Cystoscopes: Is Perfusion of Channels Required?

In the United States, more than 4 million cystoscopies are performed each year. Cystoscopy is a diagnostic procedure that uses an endoscope specially designed to examine the bladder, lower urinary tract, and prostate gland or is used to collect urine samples, perform biopsies, or remove small stones. A flexible or rigid scope can be used to carry out the procedure. Because the procedure involves a medical device in contact with the patient’s mucous membranes, it is considered a semicritical device that must, at a minimum, undergo high-level disinfection. Failure to properly high-level disinfect or sterilize equipment can lead to transmission of infection.\(^1\,^2\)

The goal of this study was to examine the effectiveness of complete immersion of a channeled endoscope versus immersion plus perfusion of the high-level disinfectant into the channel of the endoscope.

This study was conducted at the University of North Carolina (UNC) Hospitals, an 840-bed academic medical center. A flexible fiberscope (Model 7305, Richard Wolfe,
**Table 1.** Effectiveness of Glutaraldehyde Disinfection with Cystoscopes when Actively Perfused and Not Perfused with a High-Level Disinfectant

<table>
<thead>
<tr>
<th>Exposure Method</th>
<th>VRE Inoculum before HLD (Glutaraldehyde), CFU/mL</th>
<th>VRE Contamination after HLD, CFU/mL</th>
<th>K. pneumoniae (CRE) Inoculum before HLD (Glutaraldehyde), CFU/mL</th>
<th>K. pneumoniae (CRE) Contamination after HLD, CFU/mL</th>
</tr>
</thead>
<tbody>
<tr>
<td>&quot;Passive&quot; HLD (immersed, not perfused)</td>
<td>3.6 × 10⁸</td>
<td>5.0 × 10⁷</td>
<td>3.2 × 10⁸</td>
<td>3.1 × 10⁸</td>
</tr>
<tr>
<td></td>
<td>2.9 × 10⁸</td>
<td>1.0 × 10⁸</td>
<td>1.8 × 10⁷</td>
<td>4.6 × 10⁵</td>
</tr>
<tr>
<td></td>
<td>1.1 × 10⁸</td>
<td>6.8 × 10⁷</td>
<td>4.1 × 10⁸</td>
<td>1.0 × 10⁸</td>
</tr>
<tr>
<td>&quot;Active&quot; HLD (perfused)</td>
<td>8.4 × 10⁷</td>
<td>1 CFU</td>
<td>3.0 × 10⁸</td>
<td>0</td>
</tr>
<tr>
<td></td>
<td>1.5 × 10⁸</td>
<td>0</td>
<td>9.2 × 10⁸</td>
<td>0</td>
</tr>
<tr>
<td></td>
<td>2.8 × 10⁸</td>
<td>0</td>
<td>8.4 × 10⁸</td>
<td>0</td>
</tr>
</tbody>
</table>

HLD, high-level disinfectant; CRE—carbapenem-resistant *Enterobacteriaceae*

*VRE Inoculum before HLD (Glutaraldehyde), CFU/mL* = Control inoculum after 24 h without disinfection, VRE = 1.34 × 10⁸ CFU/mL; *Klebsiella pneumoniae (CRE)* = 4.9 × 10⁸ CFU/mL.

Vernon Hills, Indiana), which has an internal diameter of 2.5 mm and 400 mm working length, was used in this study. The cystoscope channel was inoculated with 1 mL of a 0.5 McFarland test organism suspension and allowed to dry in a biological safety cabinet in a horizontal position for 2 hours. After 2 hours, the inoculating suspension was drained and the scope was allowed to air dry in a vertical position for 24 hours. After 24 hours, the endoscope was placed in an immersion bath of 2.4% glutaraldehyde (Cidex, Advanced Sterilization Products) for 20 minutes at room temperature. After 2 hours, the inoculating suspension was drained and the scope was allowed to air dry in a vertical position for 24 hours. After 24 hours, the endoscope was placed in an immersion bath of 2.4% glutaraldehyde (Cidex, Advanced Sterilization Products) for 20 minutes at room temperature. After 20 minutes, the scope was removed from the bath, and the lumen of the scope was flushed and brushed with 15 mL of a neutralizer (ie, 3% glycine with 0.1% Tween 80). After flushing and brushing, serial dilutions of the “flush” solution were made when significant levels of contamination were expected. These serial dilutions were plated onto sheep blood agar plates (BBL, Becton Dickinson Company, Sparks, MD) in duplicate and incubated at 35–37°C for 48 hours. After 48 hours, the plates were read and quantitated. When low-level contamination was expected, the solution was filtered through an analytical filter (0.2 µm, Thermo Scientific, Waltham, MA), and the filter was then placed, aseptically, on sheep blood agar. After each run, the scope was sterilized using ethylene oxide (3M SteriVac, St. Paul, MN). The experiments were performed in triplicate for each test organism and exposure condition. Two cystoscopies were performed as controls for which high-level disinfection was not conducted. The “passive” high-level disinfection procedure involved fully immersing the cystoscope into a bath of 2.4% glutaraldehyde for 20 minutes at room temperature, but no forced flow of the high-level disinfectant into the endoscope channel was performed. A minimum effective concentration of glutaraldehyde was determined before each use (Comply Cold Sterilog, 3M Health Care, St. Paul, MN). The “active” high-level disinfection was conducted by attaching a luer-lock syringe to the port and flushing glutaraldehyde back and forth through the port/syringe until there were no bubbles in the interior lumen of the scope or syringe. The syringe was left on the port until disinfection was complete. The test organisms were vancomycin-resistant *Enterococcus* or VRE (ATCC #51299) and a carbapenem-resistant *Enterobacteriaceae* (CRE), *Klebsiella pneumoniae* (clinical isolate).

Our results demonstrated that disinfection (ie, a reduction in bacterial load of greater than 7 log₁₀ CFU) did not occur unless the channel was actively perfused with the glutaraldehyde (Table 1). In fact, failure to perfuse the channel led to only minimal, if any, reduction in bacterial contamination. However, complete inactivation of 10⁸ CFU of both VRE and CRE was achieved when the channel was actively perfused. It appears that no high-level disinfectant entered the channel unless it was actively perfused because the level of microbial contamination was not reduced by immersion. This occurs because the air pressure in the channel is stronger than the fluid pressure at the fluid–air interface. Recommendations are provided for cystoscope high-level disinfection in Table 2 and include actively perfusing the device while immersed in the high-level disinfectant.

Endoscopes are valuable diagnostic and therapeutic tools; however; many outbreaks have been linked to contaminated medical devices such as gastrointestinal endoscopes.²⁻⁴ Cystoscopes have also been implicated as the source of infection to multiple patients when incorrect disinfection methods were identified.⁴ This may, in part, be related to the lack of awareness of recommendations specifically for disinfecting cystoscopes⁵ or failing to follow the manufacturer’s instructions, which specify perfusing the lumen using a high-level disinfectant. Unfortunately, some cystoscope reprocessing recommendations published in the literature are incorrect. For example, authors have recommended complete immersion of the cystoscope into the high-level disinfectant but did not mention perfusion of the high-level disinfectant into the channel.⁴ We suggest following our recommendations (Table 2) and those of the American Urological Association⁷ until evidence-based guidelines have been published.

**Acknowledgments**

We thank Dale J. Payne PhD for his assistance.

**Financial support.** No financial support was provided relevant to this article.
### Table 2. Recommendations for Reprocessing a Flexible Cystoscope

- **Preclean** immediately (within 1 hour) after use to reduce microbes and organic matter. Gross debris should be wiped off the outside of the scope using a soft, disposable cloth or sponge and water with an enzymatic or non-enzymatic detergent. Channels should be flushed with the same solution.
- **Pressure/leak testing** should be performed to ensure that the flexible covering and the channels are intact. This should be done after each use and before reprocessing, according to manufacturer’s guidelines.
- **Carefully clean** channels with suitable cleaning brushes (see manufacturer’s recommendations) and flush/rinse to remove any loosened organic matter; thoroughly clean all external surfaces using a soft, disposable cloth or brush with enzymatic or non-enzymatic detergent. Again, water with an enzymatic or non-enzymatic detergent should be used for cleaning and flushing the channels. Detachable parts of the cystoscope such as valves, adapters, caps should be removed according to the manufacturer’s recommendations prior to cleaning and high-level disinfection.
  - Rinse with tap water
  - Dry with soft, lint-free cloth/towel (preferably disposable) or air dry
  - Visibly inspect the entire device to ensure that it is clean
  - High-level disinfect reusable brushes after each use
  - Since enzymatic and non-enzymatic detergents are not microbicidal, they should be discarded after each use
- **High-Level Disinfection**
  - Completely immerse the cystoscope in high-level disinfectant and perfuse the high-level disinfectant through the channel using a syringe that luer-locks onto the scope port. Actively fill the channel and syringe multiple times with the high-level disinfectant until no air bubbles exist in the scope or the syringe. The scope should remain submerged.
  - The exposure time and temperature for disinfecting patient care equipment vary among the FDA-cleared high-level disinfectants. Follow the FDA-cleared label claim for high-level disinfection unless several well-designed experimental scientific studies, endorsed by professional societies, demonstrate that an alternative exposure is effective for disinfecting semicritical items. Multiple scientific studies and professional organizations support the efficacy of ≥2% glutaraldehyde for 20 min at 20°C.1,2,6 Perform routine testing (eg, before each use, daily, per manufacturer’s recommendations) of the liquid high-level disinfectant to ensure at least the minimum effective concentration of the active ingredient.
  - Rinse with sterile water, if filtered water or tap water is used, then follow with an alcohol rinse (not immersion of the cystoscope in alcohol) to enhance drying. Ensure that no residual water is left for microbial growth.
  - Dry the device using medical-grade forced air for the channels and dry the outside with a lint-free disposable cloth.
  - Store the device appropriately to ensure that the device is not recontaminated.
  - Use personal protective equipment (eg, gloves, gowns, and/or face shield) as recommended when using high-level disinfectants.
  - If an automated endoscope reprocessor (AER) is used, ensure that the manufacturer’s recommended channel connectors are properly used.
- **Sterilization**
  - Alternatively, low-temperature sterilization technology (eg, ethylene oxide, hydrogen peroxide plasma) may be an option for heat-sensitive equipment such as cystoscopes, but the user must comply with the cystoscope and sterilizer manufacturers’ recommendations.

---

*Users should be familiar with the manufacturer’s recommendations for use and high-level disinfection/sterilization of the specific device used by the facility. Anaphylactic reactions have been reported in patients with bladder cancer who underwent repeated cystoscopies using scopes that were high-level disinfected with orthophthalaldehyde (OPA); consequently, OPA is contraindicated in patients with a history of bladder cancer.*
Potential conflicts of interest. Dr. Rutala is a consultant for Clorox and has received honoraria from 3M. Dr. Weber is a consultant for Clorox.

William A. Rutala, PhD, MPH, CIC;1,2
Maria F. Gergen, MT (ASCP);1
Judie Bringhurst, MSN, RN, CIC;1
David J. Weber, MD, MPH1,2

Affiliations: 1. Hospital Epidemiology, University of North Carolina Health Care, Chapel Hill, North Carolina; 2. Division of Infectious Diseases, UNC School of Medicine, Chapel Hill, North Carolina.

Address correspondence to William A. Rutala, PhD, MPH, Director, Hospital Epidemiology, Occupational Health, and Safety Program; Room 1001 West Wing, UNC Health Care, Chapel Hill, NC 27514 (brutala@unch.unc.edu).

Received August 3, 2015; accepted September 20, 2015; electronically published November 10, 2015


© 2015 by The Society for Healthcare Epidemiology of America. All rights reserved. 0899-823X/2016/3702-0019. DOI: 10.1017/ice.2015.266

REFERENCES